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Tho  Aerosol  Roon  Inhalation  Devico  No  999  is  opornt&d  with  coMpre«r./-d 

air  at  a  gaugo  prossuro  of. 3  atnospheroa  and  has  a  co.t-.—  - 

requirement  of  approximately  100  lit^rr !rl I  ;  • 

It  :r.  y  bo  oporpta-i 

-- »  corutwC  Lav..  aulc  ^Ouprc wu 4*  ~  .  a 

3.  through  connection  to  an  air-compressor  unit, 

C.  in  apodal  cocoa  through  connection  to  a  compressed-air  (not  oxygsnl) 
cylindor,  uhoreby  it  must  ba  pointed  out  that  the  contents  of  a 
A^O-litor  cylindor  suffices  only  for  about  50  dnutos*  atomization, 
so  that  for  continuous  room  inhalation  purposes  the  use  <rr  -t 
prossod  air  from  cylinders  is  unrealistic. 

1)  Connection  of  the  Aerosol  Room  Inhalation  A 
Available  Compressod-Air  Source 

Soforo  connecting  tho  device  to  an  existing  coxprossfcd-air  line  : h 

following  must  be  taken  into  consideration: 

a)  For  the  duration  of  atomisation  the  possibility  of  drawing  approxi¬ 
mately  100  liters  compressed  air  per  minute  at  a  pressure  of  5  atr**~ 
spheros  gauge  must  be  guaranteed.  The  pressure  of  3  atmosph- v- . 

,:go  must  be  kept  constant  by  means  of.  a  suitable  ."•mor.  .  .  . 

b;  im tl  an  tho  olu.r..uyp-  aiv-coaprossor  unite  alt  in  thor  - 

with  air  reservoirs)  and  in  longer  compressed-air  lines  dire  will 
constantly  form  which  easily  plugs  up  the  fine  orifices  of  the 
dovico.  It  is  therefore  necessary  to  interpose  a  filter  retaining 
this  dirt  at  a  point  as  near  in  front  of  the  device  as  possible. 

We  furnish  such  a  filter  with  water  separator  and  manometer  on 
requoat,  so  that  at  tho  same  time  the  air  pressure  can  be  checked 
also  in  the  vicinity  of  the  device.  ] 
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I  2)  Getting  tho  Aerosol  Room  Inhalation  Devioe  Ready  for  Use  I 

Tho  devioo  is  shipped  in  a  condition  ready  for  use;  all  that  is  neces¬ 
sary  aftor  removal  of  tho  packing  is  to  connect  it  by  Boons  of  a  rubber 
tuba  suitable  for  oomprossod  air  to  the  conprossod-air  source.  A  rigid 
connection  through  a  cosprosscd-air  pipo  is  not  recommended  sinco  it  is 
desirable  that  tho  device  be  roadily  unscrewed  for  cleaning  purposes. 

Af tor  the  device  has  boon  connected  to  the  conpres sod-air  it  is 

tilled  with  about  2—3  litors  of  tho  inhalate  (sols ,  oto)  to  bo  atomized; 
consumption  acounto  to  about  ous— oighth  of  a  liter  per  hour,  or  about 
cna  litor  por  eight  hours,  so  that  in  tho  easo  of  capons ivo  inhalation 
aodia  it  is  sufficient  to  fill  in  daily  between  1  1/2  -  2  litors. 

Tho  filling  is  oarrisd  out  bofore  placoment  of  the  cover  on  tho  glass 
bowl. 

3)  Tho  Carrying  Out  of  the  Room  Inhalation 

As  soon  as  the  dovice  has  bean  connected  to  the  air  line  and  filled  with 
tho  Inhalation  liquid  as  per  the  above  instructions .  the  atomization 
may  begin  through  the  release  of  the  compressed-air  supply.  The  devioo 
produoos  an  aorosol  *  dry  mist  having  a  spectrum  of  between  approximately 
1.0  p  and  3.0  p  in  diameter,  which  becomes  invisible  already  a  short 
timo  aftor  leaving  the  device  but  nevertheless  floats  in  the  air  for 
hours.  An  extraordinarily  Intensive  deep-inhalation  effect  is  attained 
by  moans  of  this  dovice  In  rooms  up  to  25  m3;  its  performance  is  still 
adequate  in  rooms  of  30-40  m3. 

4)  Control-  and  Cleaning  Measures 

a)  In  tho  filter  the  water  collected  in  the  water  separator  should  be 
droinod  off  once  or  twice  dsily  after  termination  of  tho  atomization. 

b)  1.  In  tho  device:  Dally,  after  termination  of  the  atomization  the 
non-atomleod  Inhalation  liquid  should  be  poured  out  of  the  device 
and  the  latter  oporatod  for  a  short  time  with  a  substance  in  which 
tho  inhalation  liquid  dissolves  (maximum  temperature  50°Ct!),  in 
ordor  to  prevent  the  plugging  up  of  the  fine  orifices. 

2.  V/henevor  an  orifice  is  plugged  up  and  does  not  function,  a  con¬ 
dition  recognizable  from  the  cessation  of  the  dropping  off  of  non- 
atomizod  inhalate  in  one  of  the  six  bells,  the  bell  located  on  top 
of  the  orifice  is  to  be  unscrewed  and  the  clogged  orifice  cleaned 
with  the  enclosed  (0.3  diameter)  cleaning  wire. 
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